In previous knee-joint models, ligaments have been represented by nonlinear elastic line elements which directly connect the insertions by straight lines (Crowninshield et al., 1976; Wismans et al., 1980; Wismans, 1980; Andriacchi et al., 1983; Essinger et al., 1989) . A ligament may, however, wrap around a bone. For instance, a direct straight-line connection between the tibial and femoral insertions of the medial collateral ligament (MCL) runs through the articular surfaces of the tibia and the femur. If the MCL is represented by straight line elements, the ligament-bone interaction by the wrapping of a ligament around a bony surface, causing a realignment of the ligament force, is neglected. The question then is whether the redirection of a ligament force affects the laxity or motion characteristics of the knee-joint model. Hefzy and Grood (1983) proposed a model for the wrapping of ligaments around bones. Results with respect to its effect on the behavior of a kneejoint model have not been reported.
Introduction
In previous knee-joint models, ligaments have been represented by nonlinear elastic line elements which directly connect the insertions by straight lines (Crowninshield et al., 1976; Wismans et al., 1980; Wismans, 1980; Andriacchi et al., 1983; Essinger et al., 1989) . A ligament may, however, wrap around a bone. For instance, a direct straight-line connection between the tibial and femoral insertions of the medial collateral ligament (MCL) runs through the articular surfaces of the tibia and the femur. If the MCL is represented by straight line elements, the ligament-bone interaction by the wrapping of a ligament around a bony surface, causing a realignment of the ligament force, is neglected. The question then is whether the redirection of a ligament force affects the laxity or motion characteristics of the knee-joint model. Hefzy and Grood (1983) proposed a model for the wrapping of ligaments around bones. Results with respect to its effect on the behavior of a kneejoint model have not been reported.
In the present study, a model for ligament-bone interaction was incorporated into a three-dimensional mathematical model of the human knee joint. The model of the wrapping of the MCL around the bony edge of the tibia was based on the assumptions and simplifications proposed by Hefzy and Grood (1983) . The effect of this ligament-bone interaction on the restraining function of the MCL for axial and valgus rotations was evaluated. 
Methods
General Description of the Knee Model. The same basic assumptions and simplifications as reported by Wismans et al. (1980) were used in developing the present knee model. The knee model describes the quasistatic behavior of the tibiofemoral joint for moderate loading conditions, whereby the femur is considered to move relative to the tibia. The geometry of the tibial and femoral articular surfaces, and the insertion locations of the ligaments were based on geometry measurements (Huiskes et al., 1985; Meijer et al., 1988; Blankevoort et al., 1991 a) on a knee specimen for which a set of experimental kinematic data was available (Blankevoort et al., 1988) . Although the menisci do have a certain role in determining the laxity characteristics of the knee (Bargar et al., 1980; Markolf et al., 1981; Blankevoort et al., 1984) , the menisci are not included because of the complexity of incorporating them in the present mathematical formulation of the knee model. This model also accounts for deformable articular contact, whereby friction is assumed to be negligible (Blankevoort et al., 1991b) . The model describes the position of the femur relative to the tibia for a given configuration of external loads and kinematic constraints. A subsequent series of joint positions simulates knee motion.
The position of the femur relative to the tibia is found by solving the equilibrium equations for forces and moments acting on the femur f e + f f + f, + f c = 0, (la) m e + m r + m l + m c = 0, (lb) in which f e and m e are the externally applied forces and mo-ments, f r and m r are the forces and moments required to maintain the applied kinematic restraints, fi and mi are the forces and moments caused by ligament tensions, and f c and m c are the forces and moments generated by articular contact. The equilibrium equations are expressed relative to the tibial coordinate system. The externally applied forces and moments are assumed to be constant relative to the tibial coordinate system, whereas the other forces and moments are functions of the translations and rotations of the femur relative to the tibia. The equilibrium equations are solved through a NewtonRaphson procedure, in which analytical partial derivatives of the equations with respect to the motion parameters are used.
Relative Joint Position and Kinematic Constraints. Two Cartesian coordinate systems are introduced for motion description, a space-fixed system of the tibia and a body-fixed system of the femur. The A^-axis points anteriorly, the Ar 2 -axis points medially and the x 3 -axis points proximally. Each position of the femur is then characterized by a translation of the origin and three rotations about the axes of either the bodyfixed coordinate system or the space-fixed coordinate system. Introducing the translation vector a from O (the origin of the tibial coordinate system ) to 6 (the origin of the femoral coordinate system) and the rotation matrix R, the position of a material point P on the femur can be described by the vector p from O to P and the vector R-p from 6 to P. They are related by p = a + Rp.
(2) At the reference position where the coordinate systems coincide, f) is the position vector of the material point, a is a zero vector and R is the identity matrix. The reference position is defined for the knee joint in extension. In this reference position, the origins of the tibial and the femoral coordinate systems are located 15 mm proximal relative to the insertion of the posterior bundle of the anterior cruciate ligament (pAC) on the tibia, in the approximate region where the helical axes for flexion motions are located (Blankevoort et al., 1990) .
For describing the rotations, the convention of the Joint Coordinate System as proposed by Grood and Suntay (1983) is used. This rotation convention defines the rotations about the bodyfixed axes of the moving tibia relative to the fixed femur in the sequence flexion, varus and internal rotation. Since the femur is moving relative to the tibia in the present model, a compatible rotation convention is then given by rotations about the body-fixed axes of the femur, provided that the rotations and the rotation sequence are reversed: external rotation (x 3 -axis), valgus (x r axis) and extension (x 2 -axis) (Woltring, 1990) .
One or more of the translations or rotations may be prescribed and their values can be substituted in the force, moment and contact equations. In order to maintain applied kinematic constraints, constraint forces and moments have to be introduced in which f r is the constraint force acting on the femur, m r is the constraint moment about 6, 07 denotes the magnitude of the constraint load, and m is the number of kinematic constraints. The vectors a,-and /3,-are determined by the derivatives of the translation vector and the rotation matrix with respect to the translation and the rotation components, respectively (Appendix). The values for a t follow from the solution of the system of equilibrium equations.
Ligaments. The ligaments are modelled by two or more line elements representing different fiber bundles in the ligament. The ligament bundles are assumed to be nonlinear elastic. This means that the tension in a ligament bundle is only a function of its length L or strain e. Ligament strain is defined
in which L 0 is the zero-load length of a ligament.
Let s and Rs denote the position vectors describing the insertions of a ligament bundle at tibia and femur, respectively (Fig. 1) . Using Eq. (2), the unit vector pointing along the line of action of the ligament bundle as represented by a straight line, is given by v = (a + R-s-s)/lla + R-s-sll, (5) in the case that a ligament is represented as a straight line not wrapping around a bone. The force fj-acting on the femur and the moment m y about 6, which are caused by the tensile force in ligament bundle j is then expressed by
(6b) in which f/e,) is the tensile force in the ligament bundle. This force is either positive or zero. If £is the number of ligament bundles modelled, the total force f] acting on the femur and moment mi about 6 generated by the tensile forces in the ligament bundles are found by summation over all ligament bundles, yielding
l t
m,= J](R-s J )xfj. (lb)

I
For the interaction of a line element with a bony edge of the tibia, it is assumed that the ligament fiber bundle is bent at a point on a spatial curve fixed to the tibia (Fig. 1) . The position vector of the contact point p on the curve is given by
in which X is the curve position parameter. The ligament length is the sum of two line segments, one running from the tibial insertion to point p on the edge, and the second from p to the ) is attached to the femur and is assumed to be body-fixed. The vector a describes the translation of the body-fixed origin relative to the space-fixed origin. The bony edge is modelled by a spatial circular curve. The ligament bundle is modelled by a line element which is divided into two segments, one from the tibial insertion S to the contact point P with the edge and the second from P to the femoral insertion S, S is described by the vector s and S is described by (a+ Rs). The contact point P on the edge is described by the vector p. p is a function of the position parameter X.
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Transactions of the ASME Table 1 The parameters of the line ligaments, k is the linear stiffness and for the joint in extension elements modeling the e r is the reference strain femoral insertion. The ligament length is thus a function of the curve position parameter X
The unit vector along the line of action of the femoral force is denoted by
and the unit vector of the tibial force by
w = (l/£,)(p(X)-s). (11)
The position parameter X is found by minimizing L, which is evaluated through
Substitution of the derivatives of L\ (9b) and L 2 (9c) into X, and using Eqs. (10) and (11), yields (w-v)-(dp/aX) = 0.
This equation is solved to find the position parameter X for each iteration in the Newton-Raphson procedure. With the position parameter X, the length and strain of a line element are obtained by using (9) and (4). The expressions for the force ij and moment my are then the same as equations (6). The function f/ej) is assumed to be nonlinear for low strains and linear for strains higher than a certain level (Fig. 2) (Wismans, 1980 )
f=k(e-e,) e>2e h (146)
in which/is the tensile force in a line element, k is the ligament stiffness, and e is the strain in the ligament calculated from its length L and the zero-load length L 0 (4). At the reference (extension) position of the joint, the initial strain in a ligament bundle is given by the parameter e r . This parameter determines the zero-load length of a ligament bundle if the reference length L r of the bundle is known
The medial collateral ligament (MCL) was modelled to wrap around the medial bony edge of the tibia. This bony edge was approximated by a spatial circular curve which runs through three points located on the bone. It was assumed that the ligament-edge contact remained present throughout the model simulation and that no loosening occured. This can be checked through graphical inspection at the extremes of the simulated motions. The presence of the bony edge increased the reference length of the MCL slightly for the reference position of the joint in the kinematic experiment, where the joint was positioned in extension with no external loads. In the two models with and without the medial bony edge, the reference lengths of the MCL were thus slightly different, but the same ligament stiffnesses and reference strains were chosen ( Table 1) . The stiffness values of the ACL, PCL, and MCL were derived from the linear elastic modulus for the knee ligaments as reported by Butler et al. (1986) , and the cross-sectional geometry from Danylchuk et al. (1975) . The stiffness of the LCL was chosen from the model of Andriacchi et al. (1983) , and that of the two bundles of the deep part of the MCL were estimated from Wismans (1980) . The stiffness was equally divided over the different line elements of each ligament. The ligament reference strains in the model were estimated on the basis of a comparison of the internal and external rotation laxities between the model and the experimentally obtained values from the specimen of which the ligament insertion locations and the articular geometry were obtained (Blankevoort et al., 1991b) . The linear strain limit e, was set at 0.03 (Butler et al., 1986) .
Articular Contact. The model for deformable articular contact describes a thin linear elastic layer on a rigid foundation, as described by Blankevoort et al. (1991b) . The contact model is a first-order approximation for the relation between normal surface stress a" and the normal surface displacement
where b is the thickness of the cartilage layer, E is the elastic modulus, and v is the Poisson's ratio. In the present model where two bodies are in contact, the material properties and the thickness of the cartilage of the tibia and the femur are assumed to be constant over the articular surface. The parameter b in equation (16) is then equal to the sum of the cartilage thicknesses of the opposing surfaces, and u is the sum of the tibial and femoral surface displacements.
The compressive contact force on the femur f c and contact moment m c about 6 are evaluated by integration of the contact stresses over the femoral surface Ci: in which 6 is the location of a point c on the femoral surface and ft is the outward normal on the surface in point c. These integrals are evaluated numerically for each iteration in the Newton-Raphson procedure (Blankevoort et al., 1991b) . The elastic modulus of the cartilage was estimated at 5 N/ mm 2 and the Poisson's ratio at 0.45. This was based on a medium-to-short time response of articular cartilage to indentation (Kempson et al., 1980; Mow et al., 1982) . The thickness of the tibial and the femoral articular cartilage layer were assumed to be 2 mm (Walker and Hajek, 1972; Roth, 1977) .
Model Analyses. The geometrical data of a knee specimen from the experimental studies of Blankevoort et al. (198 8) were used as input for the knee model. The ligaments were subdivided into two or three bundles (Fig. 3) (Blankevoort et al., 1991a) . The anterior (ACL) and posterior (PCL) cruciate ligaments were modelled by two fiber bundles each, which represented the most anterior and posterior portions of each ligament. The guideline for the choice of the insertion location was the approximate elliptical shape of the femoral insertion of the ACL and PCL; the two apexes on the long axis of the elliptical shape identified the extremes of the insertion areas. The centers of the areas inside these apexes were chosen as the insertion points. The bundles originating from the femoral anterior and posterior insertions were then followed to the tibia to define the tibial insertions. The lateral collateral ligament (LCL) was modelled by three line elements which represented the most anterior, posterior, and superior bundles as identified from the femoral insertion area. Two parts of the medial collateral ligament were identified: the superficial part (MCL) represented by three line elements, and the deep part (CMCL) represented by two line elements. The three line elements of the MCL were identified from the femoral insertion area as posterior, anterior, and inferior. The two line elements of the CMCL were identified from the femoral insertion area as anterior and posterior and inserted just below the medial edge on the tibia. The geometries of the articular surfaces and the medial bony edge were measured by a stereophotogrammetric method from Meijer et al. (1988) . The surface geometry data points were used to obtain the parameters for the surface polynomials of each of the four surfaces; i.e., the medial and lateral tibial plateaus and the medial and lateral femoral condyles (Blankevoort et al., 1991b) . Two flexion motions were simulated. These were flexion motions with an internal or an external moment of 3 Nm applied around the x 3 -axis resulting in a flexion motion combined with internal rotation for the first motion pathway and with external rotation for the second motion pathway. These motions represent motions along the so-called envelope of passive knee motion from Blankevoort et al. (1988) . A second set of model evaluations was for a varus-valgus test for the joint in extension, and in 20 and 30 degrees flexion. In the varus-valgus tests, the axial rotation was restrained. Both simulations were performed twice, with and without the MCL-bone interaction. In order to test the effect of MCL pretension on the aforementioned model simulations, the simulations with MCL-bone interaction were repeated after decreasing the reference strains by 0.03 relative to the initial values (Table 1 ).
The varus-valgus laxity and stiffness parameters from the experiments of Markolf et al. (1978 Markolf et al. ( ,1984 were compared with the model evaluations of the varus-valgus laxity. For this purpose, the following parameters were calculated from the model results: the total varus-valgus laxity at 20 Nm, the varus stiffness at 10 Nm and the valgus stiffness at 10 Nm for the joint in extension, in 20 and 30 degrees flexion.
Results
The geometric configurations of the model with and without the MCL wrapping around the medial bony edge of the tibia are shown in Fig. 3 for the joint in extension. Without the MCL-bone interaction, the MCL runs through the medial tibial articular surface, and the fibers of the CMCL were located more superficially than the MCL. With the medial bony edge, the MCL was redirected in its course, and the CMCL had a more proper anatomic location relative to the MCL. Although the medial tibial edge did redirect the MCL, the MCL was not entirely free from the medial surface of the femur, because of the absence of the femoral bony edge in the model. In the simulations with the MCL-bone interaction, no signs of loosening between the MCL and the edge were noticed.
The presence or absence of the MCL-bone interaction had only little effects on the motion parameters describing flexion with an internal or an external moment of 3 Nm (Figs. 4 and  5) . The internal-external rotation as function of flexion was hardly affected (Fig. 4) , nor were there large changes noticed 4). Only slight AP-shifts were noticed. The MCL release did cause a slight lateral shift for both the internal and external motion pathways (Fig. 5) .
In the varus-valgus simulations, only the valgus tests were affected by the introduction of the MCL-bone interaction and the release of the MCL (Fig. 6) . The MCL is tensed in valgus and the MCL-bone interaction was shown to be of particular importance here. Redirection of the MCL caused it to counterbalance more effectively the applied valgus moment with a reduced valgus rotation. The decrease of the valgus rotation for the 24 Nm valgus moment was 0.9 and 1.7 degrees for extension and 30 degrees flexion, respectively. The release of the MCL by decreasing the reference strains increased the valgus rotations by 1.2 and 1.8 degrees maximally for extension and 30 degrees flexion, respectively. At 30 degrees flexion, the moment-rotation curves were similar for the simulation with the released MCL wrapping around the bony edge and the simulation without the edge.
The in vivo experiments of Markolf et al. (1978 Markolf et al. ( , 1984 concerned 49 normal subjects (normal group), which were tested only in extension, and 35 subjects with documented absence of the ACL (ACL group), which were tested in extension and 20 degrees flexion. Of the latter group, only the data of the non-injured knees are used for comparison with the present model results. Markolf et al. (1978 Markolf et al. ( , 1984 performed their varus-valgus tests under semi-constrained conditions, in a sense that the axial rotation was restrained. The means and standard deviations of the varus-valgus laxity and stiffness parameters of the normal and non-injured knees are listed in Table 2 , and are compared with the values obtained in the model with the MCL-bone interaction and the released MCL. The model characteristics compare relatively well with the in vivo experiments, although relative to the non-injured knees of the ACL group, the varus-valgus laxity in the model for extension was somewhat higher and the stiffnesses somewhat lower. At 20 degrees flexion, the valgus stiffness in the model was a little higher than the reported experimental value. The effect of increasing the flexion angle from 20 to 30 degrees did not dramatically change the laxity parameters.
Discussion
This study was aimed at incorporating a description for a ligament wrapping around a bony edge in a three-dimensional mathematical model of the knee, and quantifying the effects on the passive motion characteristics of the knee when the MCL interacts with the medial tibial edge. The model as proposed by Hefzy and Grood (1983) for ligament-bone interaction was incorporated into a three-dimensional mathematical model of the knee-joint. In the present mathematical formulation of the knee model, where the femur is assumed to move relative to the tibia, the equations of force and moment equi- with respect to the coupled varus-valgus rotations (Fig. 4) and proximal-distal translations. For external rotation, the redirection of the MCL caused a slight anterior shift of the femur relative to the tibia of about 1 mm over the whole flexion range and a maximal medial shift of 1.2 mm (Fig. 5) . librium are expressed as forces and moments acting on the femur. The wrapping of a ligament around a bony edge of the tibia, implies only a redirection of the ligament force acting on the femur. When a ligament wraps around a bony edge of the femur not only the ligament force is redirected, but also the force at the contact with the femur will participate in the equilibrium equations. In this case the mathematics of the ligament bone interaction is somewhat more complicated, particularly if it is combined with the wrapping of a ligament around a tibial bony edge. In this paper only the wrapping of a ligament around a tibial bony edge is addressed and applied to the MCL. The parametric model analyses of this interaction showed that it did not dramatically change the model characteristics with respect to forced internal-external rotations and forced varus rotations. The redirection of the MCL tensions did cause the MCL to counterbalance more effectively the forced valgus rotations. This increased effectiveness could be quantified by the reduction of the initial strain by 0.03 relative to the model without the MCL-edge, which resulted in the same valgus characteristics at 30 degrees flexion as compared to the model without the medial edge. This means that with a MCL stiffness of 8250 Newton per unit strain, a reduction of the MCL force of about 250 N is obtained for the maximum valgus moment.
The ligament reference strains of the ligament fiber bundles in the model were adapted as to match the internal and external rotation laxities of the knee specimen which was modeled on the basis of previously reported experiments (Blankevoort et al., 1988) . Hence, the motion characteristics of the model for the internal and external motion pathways were very close to those of the experiments (Blankevoort et al., 1991b) . Because of the small effects on these motion pathways, the match between the model and the experiments seems independent of the presence or absence of the MCL-bone interaction. Since varus-valgus tests were not included in the previously mentioned experimental study, the varus-valgus characteristics of the model with the MCL-bone interaction were compared to values as reported in the literature. The data of Markolf et al. (1978 Markolf et al. ( , 1984 were chosen because of the consistency of the results relative to their in vitro experiments (Markolf et al., 1976 (Markolf et al., , 1981 , the load-application method and the technique of measuring the relative varus-valgus rotations. The varusvalgus laxity at 20 Nm and the stiffnesses at 10 Nm of the knee model agree very well with the reported data. It must be mentioned, however, that the knee model in this study represented one individual joint specimen with estimated ligament stiffnesses and reference strains. Further model analyses, using the geometric data from more knees, are needed to substantiate the validity of the knee model in this respect.
The incorporation of a ligament wrapping around bone in a three-dimensional mathematical model of the human knee is feasible and is important with respect to those studies which are focused on mechanical aspects in which the redirection of ligaments over bony surfaces plays an important role. This is the case for the medial collateral ligament interacting with the medial bony edge of the tibia, where it concerns the forced valgus laxity, but the effects are not dramatic. The mathematical formulation of the ligament-bone interaction can also be applied, in adapted form, to the anterior cruciate ligament interacting with intercondylar notch of the femur, which may occur for extension and hyperextension of the joint.
